Nephelometric method for determination of rheumatoid factor.
We have developed a nephelometric technique for determining titers of rheumatoid factor. Serum dilutions are added to a mixture of commercially available latex particles of small size (0.098 micrometer) and human gamma-globulin. Rheumatoid sera induce a substantial increase in the light scattering properties of the mixture, and the highest dilution significantly increasing the light scattering is considered as the titer for that serum. This technique is simple to use, provides objective results, and can be automated for analysis of large numbers of samples.